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We introduce the theoretical basis, design, and application of a patented innovative high-tech product, SXDZ-100 nerve and
muscle stimulator. This product is featured with a built-in chip containing transcoding information from diﬀerent acupuncture
manipulation collected from the wide dynamic neurons (WDR) in the spinal dorsal horn in animal experiments, which is
bioinformation feedback therapy. The discharges of WDR neurons excited by diﬀerent manipulations are analyzed using chaos
theory in this study. It combines the advantages of manual acupuncture (MA) like no receptor adaptation and treatment
individualization and that of electroacupuncture (EA) such as relatively low stimulation intensity and good quantiﬁcation and
thus makes it more eﬀective than common stimulators in acupuncture clinic.
1.Introduction
Acupuncture is a somatic stimulation therapy. Needling
signal is a spatiotemporal grouped sequence of input
neuroinformation [1]. Previous reports demonstrate that
acupuncture is an eﬀective approach which regulates the
human body through encoding external stimulation [2].
Acupuncture manipulation, as one of the major components
of acupuncture, is an essential skill for clinic practitioners.
Previous studies show that the eﬀect of manipulation of
manual acupuncture (MA) is better than that of elec-
troacupuncture (EA) with ﬁxed parameters [3, 4], whereas
others still think that EA is more eﬀective, indicating
that each stimulation refers to diﬀerent disease states [5,
6]. However, MA is not easy to be explained and learnt
by practitioners. In addition, to ensure the comparability
among researchers or subjects in acupuncture research, EA
is usually selected by investigators because of the well-
quantiﬁedstimulationparameters[7,8].Theproblemisthat
the EA instruments with ﬁxed pulses by settled intensity
and frequency are easily adapted to [9]. Adaptation also
occurs in the other sensory receptors [10]. EA stimulates
mechanoreceptors that respond to mechanical pressure or
distortion. This response to a continuous stable stimulation
with ﬁxed frequency and intensity will soon be adapted to
and lead to an attenuation of the eﬀect of EA in clinic.
Thus, it is necessary to develop a novel EA instrument
which can scientiﬁcally combine acupuncture manipulation
and electric stimulation but avoid the adaption issue of EA
simultaneously. Through combining chaos and acupuncture
manipulation theories, we developed this patented instru-
ment SXDZ-100 nerve and muscle stimulator (patent no.
200710133656.0, State Intellectual Property Oﬃce of the
People’s Republic of China), manufactured by Suzhou Hua
Tuo Medical Instruments Co., Ltd., and applied it in clinic
and basic research (Figures 1(a), 1(b), and 1(c)). Here, we
would like to introduce our ﬁrst ﬁndings.
2.Theoretical Basis
In mammalians, there exist commonly known peripheral
sensory ﬁbers as Aα,A β,a n dA δ. Nociceptive stimulation
excitesCﬁberreceptors,whereasnonnociceptivestimulation
excites Aα-a n dA β-ﬁber endings [11]. Wide dynamic
range (WDR) neurons in lamina IV–VI of spinal dorsal
horn, especially lamina V, respond to both nociceptive and
nonnociceptive stimuli of any kind (thermal, chemical, and2 Evidence-Based Complementary and Alternative Medicine
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Figure 1: Introduction of SXDZ-100 and SXDZ-50. (a) SXDZ-100 nerve and muscle stimulator; (b) SXDZ-50 nerve and muscle stimulator;
(c) certiﬁcation of invention patent from State Intellectual Property Oﬃce of the People’s Republic of China. SXDZ-100 is of bigger size and
more expensive than SXDZ-50.
mechanical) imposed on the middle of the receptive ﬁeld.
This response is intensity dependent [12].
Acupoints are usually some excitable muscle or skin
nerve complexes with high density of nerve endings, and the
distribution of receptive ﬁelds of Aα,A β,A δ,a n dCﬁ b e r s
is closely associated with the acupoints both in the skin and
muscles [13]. Receptors excited by acupuncture or EA are
mechanoreceptors and polymodal receptors [14]. Needling
sensation receptors include touch unit, pressure unit, muscle
spindles, or Golgi tendon receptor unit according to the
location of the acupoint, and the receptors and the aﬀerent
ﬁbers of the acupoint play a critical role in forming and
maintaining the needling sensations [15]. Studies about
the relationship between acupuncture manipulations and
responsive discharges of deep receptors recorded in medial
gastrocnemius nerve in rabbits demonstrated that every
type of deep receptor can react to any manipulation, and
that the discharge patterns of diﬀerent receptors are alike
whenstimulatedwiththesamemanipulation,whilediﬀerent
manipulations acting on the same receptor can induce dif-
ferent discharge patterns [16].
EA and MA are two diﬀerent stimulations. During
EA, repeated external currents or voltages are delivered to
acupointsviatheneedles.Currentswhichareintenseenough
to excite Aβ and part of Aδ ﬁbers can produce an analgesic
eﬀect [17]. MA is the insertion of an acupuncture needle
into an acupoint followed by diﬀerent manual technique
stimulations, and all types of aﬀerent ﬁbers (Aβ,A δ,a n d
C) are activated [17]. Excited aﬀerent ﬁbers and evoked
sensations are diﬀerent between EA and MA. Aβ ﬁbers
are mainly excited, and numb sensation is produced by
EA, whereas for MA, Aδ ﬁbers are excited, and sour and
distending sensations are thus produced [15]. To obtain the
sameeﬀectinducedbyMA,acertainamountofintensitywill
be requisite for EA [18].
De qi is the sensation following acupuncture needle
placement and subsequent manipulation of the needle,
which is important for treatment eﬃcacy [19]. The complex
pattern of sensations in the de qi response involves a wide
spectrum of myelinated and unmyelinated nerve ﬁbers, par-
ticularlytheslowerconductingﬁbersinthetendinomuscular
layers [20]. De qi sensation was reported qualitatively and
quantitatively diﬀerent between manual and electrical stim-
ulation; the most predominant de qi sensation with electrical
stimulation appears to be tingling in nature. However, in
manual stimulation, an aching sensation appeared to be the
most predominant de qi sensation, followed by sharp pain
and tingling sensations [21]. It is hypothesized that de qi
is more easily obtained by a stimulation with combined
acupuncture manipulations and electric stimulation in the
present study. Pacinian corpuscles, for example, are pressure
receptors located in the skin and various internal organs.
Each pacinian corpuscle is a nerve ending of a sensory neu-
ron. Mechanical pressure of varying strength and frequency
induces corpuscle deformation, which creates a generator
potential in the sensory neuron arising within it [22]. While
reaching its threshold, generator potential induces action
potentials, also called nerve impulses. Nerve impulses or
action potentials are formed by pressure-sensitive sodium
channels at the ﬁrst node of Ranvier, the ﬁrst node of the
myelinated sensory neuron. The magnitude of the stimulus
is encoded by the frequency of impulses generated in the
neurons. The more massive or rapid the deformation of
a single receptor corpuscle, the higher the frequency of
nerve impulses generated in its neuron. This information


























and draining on ST 36. (a) Time series of neuronal discharge; (b) the reconstructed attractors; (c) the LLE (1.7691).
or faster deformation induces a higher impulse frequency.
Action potentials are formed when the skin is rapidly
distorted but not when pressure is continuous. Therefore,
with continuous pressure, the frequency of action potentials
decreases quickly and stops soon. This is the phenomenon
of receptor adaptation [10, 23]. The evidence shows that
thereexistfourreceptorsandaﬀerentsrespondingdiﬀerently
to twisting and lifting-inserting manipulation, and both
manipulations stimulate adaptive receptors [24].
It has been found in our study that the 12 most common
acupuncture manipulations, including 6 monotypes and
6 multitypes, have individualized group bioinformation
encodings. Receptor adaptation, featured with decaying
neuronal discharges, existed during EA, but it was not found
during MA stimulation [9]. Also it was found that diﬀerent
manipulations have diﬀerent analgesic eﬀects on somatic
acute pain, inﬂammatory pain, and visceral pain, allowing
the possibility for the practitioner to select the optimal
stimulation to meet the need of individualized therapy [25].
In general, the monotype manipulations include twirl-
ing, handle waggling, handle scraping, trembling, handle
ﬂicking, and handle ﬂying, and multitype manipulations
include twirling supplementation and draining, lifting-
thrusting supplementation and draining, quick-slow sup-
plementation and draining, neutral supplementation and
draining, blue dragon wagging tail, and dark tortoise seeking
hole [26]. Acupuncture manipulations evoke aﬀerent pulses
as various electrical signal time series, called discharges in
spinaldorsalhornneurons,whichcanbeanalyzedbynonlin-
ear dynamics method to determine the optimal embedding
dimension.Thetimeseriesareconsideredchaoticbyplotting
the attractor, qualitatively. The largest Lyapunov exponents
(LLEs) are computed based on the Takers’ embedding theo-
rem. The LLEs of the time series are positive and obviously
vary in diﬀerent acupuncture manipulations [27, 28].
The research concerning chaos theory has been made in
many related ﬁelds such as power system and biomedical
engineering as well as applications to the human brain
and heart [29–31]. In the 1980s, Japanese investigators
studied the repetitive ﬁring of the action potential in
squid giant axons stimulated by sinusoidal current and
found various motions including periodic, quasiperiodic,
and chaotic through theoretical computations [32, 33]. In
our previous work, we successfully analyzed each time series
of neuronal discharge in the dorsal horn neurons evoked
by twisting, reinforcing-reducing by slow-quick needling,
and reinforcing-reducing by lifting-inserting manipulations
on ST36 using chaos theory [28]. In this paper, the time
series as neuronal discharge signals of two manipulations
as mild reinforcing-reducing and blue dragon wagging tail
were analyzed also using chaos for the attractors of the
reconstructed phase space and as examples of LLE. Of
these two manipulations, mild reinforcing-reducing is easier
than blue dragon wagging tail to be performed on patients
(Figures 2 and 3). Therefore, this time series information of
each manipulation is encoded in the built-in chips in SXDZ-
100, as one of the most important steps.
3.Design
Based on the above theory, we designed the mechanism


























Figure 3: Chaos analysis for the signal recorded in the spinal dorsal horn neuron evoked by manual manipulation of blue dragon wagging
tail on ST 36. (a) Time series of neuronal discharge; (b) the reconstructed attractors; (c) the LLE (1.5934).
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Figure 4: Design diagram of SXDZ-100. LCD: liquid crystal display; DC: direct current; IC: integrated circuit.
the chip is the core of the instrument. The built-in chips
of SXDZ-100 contain the time series information of each
manipulation. The pulses generated by SXDZ-100 are not
just simply external currents, but a kind of encoded currents
containing neurobiological messages collected from the
human body, in accordance with the concept of bioinfor-
mation feedback therapy. Due to the built-in bioinformation
group encoding system, SXDZ-100 is signiﬁcantly diﬀerent
from commonly used electronic pulse generators. Its output
is a continuous multivariate waveform which may not be
easily adapted to by cutaneous and intramuscular receptors.
It combines the advantages of both MA with uneasily
adapted manual stimulation and EA with comparatively low
stimulation intensity required. We designed and developed
SXDZ-100 by selecting characteristic manipulations from
numerous acupuncturists and acupuncture academicians.
The manual skill signals between ﬁngers of acupuncture spe-
cialists are cloned in spinal WDR neurons where decoding of
the aﬀerent stimulation signals happens through laboratory
approach. The electronic signals produced by the built-in
chip containing the aﬀerent signal are not simple external
currents, but neuroinformation encoding currents, meeting
the needs of bio-information feedback therapy. Therefore,
its output currents on needles mimic manual techniques.
Figure 4 shows the circuit diagram of SXDZ-100.
4. Application andDiscussion
SXDZ-100 has been widely utilized in acupuncture clinic.
It has been reported that SXDZ-100 has a higher cure rate
than the G6805 electric stimulator did for facial paralysis,
indicating that it is a promising high-tech product and
c a nb ew i d e l yu s e da n dw o u l db ea b l et os u b s t i t u t eo l d
style electric stimulators in acupuncture clinic [34]. In
acupuncture research, SXDZ-100 can also be used as a
transcoding stimulator in the research whose common EA
stimulator is used and possesses both the advantages of MAEvidence-Based Complementary and Alternative Medicine 5
and EA. Considering wider applicability and lower cost, we
also designed and developed a smaller version, the SXD-50
nerve and muscle stimulator, which is easier to operate and
suitable for home use (Figure 1(b)).
Chaos analysis is a powerful nonlinear dynamic method
enabling the extraction of characteristic quantities. It has
been found that the phase space of the time series corre-
sponding to the electrical activity of neurons is embedding
parameters, and that the largest Lyapunov exponents are
calculated and turned out to be positive, based on which,
it is concluded that the neuronal signals are chaotic [28]. In
thispatentedSXDZ-100stimulator,theskillfulmanipulation
signals produced by the ﬁngers of acupuncture specialists as
reﬂected in spinal WDR neurons are cloned. Thus, currents
produced from the built-in chip containing the aﬀerent
signal codes are not simple biphasic currents, but neuro-
information encoded currents, meeting the needs of bio-
information feedback therapy. Acupuncture signal may be
input into the central nervous system for ﬁnal integration
and organization [35]. In the present study, ﬁrings were
recorded in the WDR neurons rather than those of the
peripheral nerve ﬁbers. Analysis of the input signal encoding
of acupuncture helps us to understand the acupuncture
information quantiﬁcation and processing well.
Combined study of the acupuncture mechanism and
encoding and the organization of neuro-information will
deﬁnitely propel the profound understanding of both.
Acupuncture manipulations are essential skills for practi-
tioners in clinic, however, not easy to be expressed and learnt
by successors. Notably, the eﬀect of diﬀerent manipulation
of MA is better than EA with ﬁxed parameters. However,
in acupuncture research, to ensure the comparability among
researchers and subjects, EA is mostly selected as the
stimulationparameterscaneasilybequantiﬁedbystimulator
setting.Althoughthediscrepancybetweenbasicresearchand
clinical practice is obvious, it provides ideas for the invention
of a novel electronic stimulator. On the other hand, studies
about the mechanism of acupuncture and the improvement
of the eﬀect of EA have been conducted nationally and
internationally. It is a promising trend to seek out a product
with features as labor saving, substituting for MA with long-
time needle manipulation, and easily set and assessed as
electroacupuncture.
SXDZ-100 is an original scientiﬁc research product.
It is a more signiﬁcant innovation of Traditional Chinese
Medicineacupuncturecombinedwithelectronicstimulation
therapy. Compared to other therapeutic instruments both
in the national and international markets, SXDZ-100
possesses several major advantages: (1) high-tech: it has
built-in chips containing encoded group bio-information
from diﬀerent acupuncture manipulations and provides
individualized EA stimulation with varied modes and
intensities; (2) easy to operate: it can be easily operated
by selecting solidiﬁed acupuncture manipulation module
from specialists, and by tuning output intensity according to
patients’ constitution; (3) adjustable parameters: parameter
is optional within the ranges ≤120Hz, ≤300μs, and ≤70V
according to diﬀerent manipulations; (4) endorsement
of International Electrotechnical Commission (IEC) and
Medical Device Directive (MDD): the circuit board and
the whole machine are measured rigidly according to IEC-
IEC60601-1, IEC60601-1-2 and IEC60601-2-10 of the
US, and the European MDD is also executed to ensure
that the criteria of SXDZ-100 are higher than the current
national one, such as high- and low-temperature circulation,
vibration and shocking, and electronic neutrality, electricity
and construction safety, electromagnetic compatibility.
Supported by the above qualiﬁcation, superiorities of
SXDZ-100 are distinct compared to products like both EA
apparatus and transcutaneous electrical stimulation (TENS)
in the national and international markets. Firstly, merged
functions of EA and MA perfectly lead to an innovation and
development of both through combining the advantage of
both MA with uneasily adapted manual stimulation and EA
with comparatively low stimulation intensity required. Its
output currents on needles mimic manual techniques well.
SXDZ-100 with proprietary intellectual property rights in
China is a novel product in Traditional Chinese Medicine
acupunctureﬁeld.Secondly,SXDZ-100hasﬁxedstimulation
module set by group bioinformation encoding and can be
tuned individually to avoid the adaptation of the body.
Thirdly, the output of SXDZ-100 is bipolar positive and
negative currents. Ideally, bio-electronic stimulation should
not be net direct current (DC), and it will be accessible to
introduce train, symmetric current, or asymmetric counter-
current, which is another innovative point of SXDZ-100.
Acknowledgments
This work was supported by the National Basic Research
Program of China (973 program, no.2011CB505200) Grant
to B. Zhu and the National Natural Science Foundation
of China (no. 30371804) Grant to X. Gao. SXDZ-100 is
manufactured by Suzhou Hua Tuo Medical Instruments Co.,
Ltd.
References
[1] W. Qin, L. Bai, J. Dai et al., “The temporal-spatial encoding of
acupunctureeﬀectsinthebrain,”MolecularPain,vol.7,article
19, 2011.
[2] T. Zhou, Y. Guo, Y. M. Guo, and Z. L. Chen, “Study of
the neural coding based on acupuncture electrical signal: a
review,” Journal of Chinese Integrative Medicine, vol. 6, no. 12,
pp. 1300–1304, 2008.
[3] X.Y .Gao ,S.P .Zhang,B .Zhu,andH.Q.Zhang,“I n v estigation
of speciﬁcity of auricular acupuncture points in regulation of
autonomic function in anesthetized rats,” Autonomic Neuro-
science: Basic and Clinical, vol. 138, no. 1-2, pp. 50–56, 2008.
[4] S. Toda, “Investigation of electroacupuncture and man-
ual acupuncture on carnitine and glutathione in muscle,”
Evidence-Based Complementary and Alternative Medicine, vol.
2011, Article ID 297130, 3 pages, 2011.
[5] V. Napadow, N. Makris, J. Liu, N. W. Kettner, K. K. Kwong,
andK.K.S.H ui,“Eﬀectsofelectroacupunctureversusmanual
acupuncture on the human brain as measured by fMRI,”
Human Brain Mapping, vol. 24, no. 3, pp. 193–205, 2005.
[6] P. Tsui and M. C. P. Leung, “Comparison of the eﬀective-
ness between manual acupuncture and electro-acupuncture6 Evidence-Based Complementary and Alternative Medicine
on patients with tennis elbow,” Acupuncture and Electro-
Therapeutics Research, vol. 27, no. 2, pp. 107–117, 2002.
[7] J. Kong, R. Gollub, T. Huang et al., “Acupuncture De Qi, from
qualitative history to quantitative measurement,” Journal of
Alternative and Complementary Medicine, vol. 13, no. 10, pp.
1059–1070, 2007.
[8] F. Abad-Alegr´ ıa, C. Pomar´ on, and M. A. Barcala-Sim´ o, “The
control of somesthesia caused by neuroreﬂex stimulation:
quantiﬁcation of stimulus-response as opposed to energy,”
Revista de Neurologia, vol. 37, no. 5, pp. 421–425, 2003.
[9] C. Huang, H. Long, Y. S. Shi, J. S. Han, and Y. Wan, “Ketamine
enhances the eﬃcacy to and delays the development of
tolerance to electroacupuncture-induced antinociception in
rats,” Neuroscience Letters, vol. 375, no. 2, pp. 138–142, 2005.
[ 1 0 ]C .J .W o o d b u r ya n dH .R .K o e r b e r ,“ C e n t r a la n dp e r i p h e r a l
anatomy of slowly adapting type I low-threshold mechanore-
ceptors innervating trunk skin of neonatal mice,” Journal of
Comparative Neurology, vol. 505, no. 5, pp. 547–561, 2007.
[11] W. R. Collins, F. E. Nulsen, and C. T. Randt, “Relation of
peripheral nerve ﬁber size and sensation in man,” Archives of
neurology, vol. 3, pp. 381–385, 1960.
[12] W.D.Willis,“Painpathwaysintheprimate,”Progressinclinical
and biological research, vol. 176, pp. 117–133, 1985.
[13] A. H. Li, J. M. Zhang, and Y. K. Xie, “Human acupunc-
ture points mapped in rats are associated with excitable
muscle/skin-nerve complexes with enriched nerve endings,”
Brain Research, vol. 1012, no. 1-2, pp. 154–159, 2004.
[14] K. Okada, M. Oshima, and K. Kawakita, “Examination of the
aﬀerent ﬁber responsible for the suppression of jaw-opening
reﬂex in heat, cold, and manual acupuncture stimulation in
rats,” Brain Research, vol. 740, no. 1-2, pp. 201–207, 1996.
[15] K. Wang and J. Liu, “Needling sensation receptor of an acu-
point supplied by the median nerve—studies of their electro-
physiological characteristics,” American Journal of Chinese
Medicine, vol. 17, no. 3-4, pp. 145–156, 1989.
[16] Q. Dong, X. Dong, H. Li, D. Chen, and M. Xian, “The
relations between acupuncture manipulations and responsive
discharges of deep receptors,” Zhen Ci Yan Jiu,v o l .1 8 ,n o .1 ,
pp. 75–82, 1993.
[17] Z. Q. Zhao, “Neural mechanism underlying acupuncture
analgesia,”ProgressinNeurobiology,vol.85,no.4,pp.355–375,
2008.
[18] W. M. Li, Y. B. Chen, and X. Y. Wang, “Characteristics
of peripheral aﬀerent nerve discharges evoked by manual
acupuncture and electroacupuncture of ”Zusanli” (ST 36) in
rats,” Zhen Ci Yan Jiu, vol. 33, no. 1, pp. 65–70, 2008.
[19] K. J. Sherman, C. J. Hogeboom, and D. C. Cherkin, “How
traditional Chinese medicine acupuncturists would diagnose
and treat chronic low back pain: results of a survey of
licensed acupuncturists in Washington State,” Complementary
Therapies in Medicine, vol. 9, no. 3, pp. 146–153, 2001.
[20] K.K.S.Hui,E.E.Nixon,M.G.Vangeletal.,“Characterization
of the ”deqi” response in acupuncture,” BMC Complementary
and Alternative Medicine, vol. 7, article no. 33, 2007.
[21] A. Y. Leung, J. Park, G. Schulteis, J. R. Duann, and T.
Yaksh, “The electrophysiology of De Qi sensations,” Journal of
Alternative and Complementary Medicine, vol. 12, no. 8, pp.
743–750, 2006.
[22] W. R. Loewenstein and R. Skalak, “Mechanical transmission
in a Pacinian corpuscle. An analysis and a theory,” Journal of
Physiology, vol. 182, no. 2, pp. 346–378, 1966.
[23] V. G. Maceﬁeld, “Physiological characteristics of low-
threshold mechanoreceptors in joints, muscle and skin in
human subjects,” Clinical and Experimental Pharmacology and
Physiology, vol. 32, no. 1-2, pp. 135–144, 2005.
[ 2 4 ]Y .Z h a o ,B .Y u a n ,X .J .Q i a o ,W .C .S h i ,a n dZ .L .H o u ,
“Receptor of ”Neixiyan” point,” Chinese Science Bulletin, vol.
28, no. 17, pp. 1071–1074, 1983.
[25] G. H. Kim, M. Yeom, C. S. Yin et al., “Acupuncture manip-
ulation enhances anti-nociceptive eﬀect on formalin-induced
pain inrats,” Neurological Research,vol. 32, no. 1,pp. S92–S95,
2010.
[26] World Health Organization, “WHO International Standard
Terminologies on Traditional Medicine in the Western Paciﬁc
Region,” pp. 242-243, 2007.
[27] S. Li,W. Jiang,D. Bin,and Z.Li,“Nonlinear dynamics analysis
of electrical signal time series evoked by acupuncture,” in
Proceedings of the 5th World Congress on Intelligent Control and
Automation (WCICA ’04), pp. 5506–5510, June 2004.
[28] J. Wang, L. Sun, X. Fei, and B. Zhu, “Chaos analysis of the
electrical signal time series evoked by acupuncture,” Chaos,
Solitons and Fractals, vol. 33, no. 3, pp. 901–907, 2007.
[29] X. S. Yang and F. Yang, “A rigorous veriﬁcation of chaos in an
inertial two-neuron system,” Chaos, Solitons and Fractals, vol.
20, no. 3, pp. 587–591, 2004.
[ 3 0 ]W .Y .J i n ,J .X .X u ,Y .W u ,a n dL .H o n g ,“ R a t eo fa ﬀerent
stimulus dependent synchronization and coding in coupled
neurons system,” Chaos, Solitons and Fractals,v o l .2 1 ,n o .5 ,
pp. 1221–1229, 2004.
[31] E. Gabry´ s, M. Rybaczuk, and A. Ke ¸dzia, “Blood ﬂow simu-
lation through fractal models of circulatory system,” Chaos,
Solitons and Fractals, vol. 27, no. 1, pp. 1–7, 2006.
[32] G. Matsumoto, K. Aihara, and T. Utsunomiya, “A spatially-
ordered pacemaker observed in squid giant axons,” Journal of
the Physical Society of Japan, vol. 51, no. 3, pp. 942–950, 1982.
[33] K. Aihara, G. Matsumoto, and M. Ichikawa, “An alternating
periodic-chaotic sequence observed in neural oscillators,”
Physics Letters A, vol. 111, no. 5, pp. 251–255, 1985.
[34] J. S. Yang, C. B. Cui, X. Y. Gao, B. Zhu, and P. J. Rong, “44
Cases of peripheral facial paralysis treated by the SXDZ-100
nerve and muscle stimulator,” Journal of Traditional Chinese
Medicine, vol. 29, no. 3, pp. 182–185, 2009.
[ 3 5 ]Z .M e n ga n dG .W .L ¨ u, “The functional linkage among the
”ZSL”-spinal dorsal horn-SN,” Science in China. Series B, vol.
36, no. 10, pp. 1198–1206, 1993.